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FOREWORD 

This  r epor t  desc r ibes  a new technical development of potentially broad 
application that, with a lmost  c l a s s i c  serendipity, has  a r i s e n  unforeseen from 
U.S. space r e sea rch .  
unexpected cour ses  s o  often encountered in  r e s e a r c h  activity. 

A brief summary  of i t s  h i s tory  m a y  cast light on the 

The or iginal  concept was developed ear ly  in  1963 by Vernon L. Rogallo, 
a n  instrumentation spec ia l i s t  a t  NASA's Ames Research  Center.  Mr.  Rogallo 
conceived of a pa i r  of piezoelectr ic  beams  ar ranged  t o  s e r v e  as spr ings  and 
accelerat ion detectors .  
mic rometeo r i t e s  upon spacecraf t  and satell i tes.  
that such a t r ansduce r  would indeed be extraordinar i ly  sensit ive:  it w a s  capa-  
ble of detecting an  impact  a thousandth of that generated by a single g ra in  of 
table sa l t  falling a dis tance of one centimeter.  

They would se rve  a s  a detector  of the impact of 
P re l imina ry  work indicated 

But as can happen to  the bes t  of ideas in modern  technology, ex terna l  
considerat ions intervened and the micrometeori te  s enso r  was not flown. 
Somewhat later, in  June 1963, in response to  a n  inquiry f r o m  the Ames  
Biosatell i te group f o r  a means  t o  monitor bird embryos  in orbit ,  M r .  Rogallo 
undertook a number  of experiments  wi th  the momentum-t ransducer  concept. 
These  s tudies  indicated that the ultrasensit ive t ransducer  w a s  indeed an  ex- 
cellent ball istocardiograph, able to  make delicate m e a s u r e m e n t s  of embryo  
hear tbea ts  with no damage t o  the egg. 

Once again, however, extraneous considerations intervened, and l igh ter ,  
s imp le r  methods w e r e  selected for  the Biosatell i te use. 
appara tus  w a s  disassembled and the concept shelved for the second time. 
would perhaps  r ema in  the re  yet except f o r  the fact  that the Technology Utiliza- 
tion Officer at Ames  Research  Center called it to  the attention of NASA Head- 
q u a r t e r s  as an  idea having potential non- space applications. 
a descr ipt ion of the dev ice  w a s  shown to Dr .  Q. L. Hartwig, Biological Sciences 
Communication Pro jec t ,  George Washington University,  a physiologist ass ign-  
e d  to  the NASA Technology Utilization Division to provide biomedical assis- 
tance and advice. 
Administration faced in  studying the effect of d rugs  on developing chick embryos  
and SO contacted sc ien t i s t s  i n  that agency and informed them of this  novel de-  
velopment. 
potential application in  such a r e a s  as d r u g  r e s e a r c h  and vaccine production. 
Biomedical worke r s  make  extensive use of chick embryos  in such research; 
but techniques that r e ly  on the use of probes within the shell ,  o r  of visual  
candling methods,  leave much to  be desired.  

The experimental  
It 

In Washington, 

Dr.  Hartwig knew of the problems the Food and Drug 

The FDA r e s e a r c h e r s  promptly evidenced high in t e re s t  i n  its 

The Ames development thus 

iii 



promises  to have a utility in t e r r e s t r i a l  applications quite unexpected during 
i t s  original development. 
f r o m  NASA to FDA, t h e  Ames  Research  Center  built an  improved vers ion of 
the apparatus for  indefinite loan to  FDA, and ar ranged  in M a r c h  1964 fo r  a 
cooperative demonstration of the method for  Dr. Jacqueline V e r r e t t  of the FDA. 

To  t r a n s f e r  the moderately complicated technology 

This brief account does m o r e  than suggest that  the dis tance between 
micrometeori te  analysis  and vaccine manufacture is not as g r e a t  as  i t  s eems ,  
I t  a l s o  underlines the often unexpected benefits of even the mos t  specific ap-  
plied research .  The adminis t ra tor  of the National Aeronaut ics  and Space Ad- 
minis t ra t ion has  established a technology utilization p r o g r a m  fo r  the "rapid 
dissemination of information . 
sources ,  including NASA Research  Centers  and NASA cont rac tors ,  space-  
re la ted  technology is collected and screened;  and that which has  potential in- 
dus t r ia l  use is made general ly  available. 
p r o g r a m  is thus made available to Amer ican  industry,  including the l a t e s t  
developments in  ma te r i a l s ,  p rocesses ,  products,  techniques , management  
sys tems,  and analytical  and design procedures .  This  publication is pa r t  of 
a series intended to  provide such technical information. 

on technological developments . . . which ap-  
p e a r  to  be useful for  genera l  industr ia l  application. I 1  F r o m  a var ie ty  of 

Information f r o m  the nation's space 

The Di rec to r  of Technology Utilization 
National Aeronautics and Space Administration 
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Figure 1.- Momentum transducer adapted as an avian ballistocardiograph. 
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MEASUREMENT O F  THE HEARTBEAT O F  BIRD EMBRYOS 

WITH A MICROMETEORITE TRANSDUCER 

By Vernon L. Rogallo 

Ames  Research  Center  
Moffett Field,  California 

SUMMARY 

A new ul t rasens i t ive  momentum transducer has been successfully 
adapted a s  a ballistocardiograph t o  masure the  hear t  beat of avian 
embryos. Experiments at  Arnes Research Center have demonstrated that 
l i f e  can be detected a s  ear ly  as 4 days i n  the incubation period and 
monitored t o  maturity without damage t o  the avian embryo. 
heart-beat r a t e  and in tens i ty  result ing fromtemperature changes or 
other ex terna l  st imuli  were readily detected by the ins t rumnt .  
technique appears t o  open new avenues of investigation for  application 
i n  such areas a s  vaccine production and drug research. 

Changes i n  

The 

INTRODUCTION 

An ul t rasens i t ive  momentum transducer has been developed having 
unique charac te r i s t ics  which lend themselves t o  applications i n  many 
f i e l d s .  Although several  applications have been made a t  Ames, th i s  
report  w i l l  be r e s t r i c t ed  t o  preliminary r e s u l t s  of an application t o  
biomedical research. 

Bionredical researchers a re  currently using growing t i s s u e ,  such as 
that found i n  chick embryos, t o  determine e f f ec t s  of vaccines and vari-  
ous d r u g s .  
monitor the hear t  beat or muscular movement by use of probes inser ted 
i n t o  appropriate areas  for  electromyographic measurements. This tech- 
nique has nuIILerous disadvantages, however. A second method, the v isua l  
or  "candling" technique, appears t o  be the more generally accepted 
mthod In  embryo drug research, but it too  leaves much t o  be desired. 

One technique for  determining the e f f ec t  of drugs i s  t o  

The investigation reported herein was undertaken t o  determine 
whether a piezoelectric transducer, developed a t  Aries a s  a micrometeor- 
oid momentum detector,  could be used t o  detect  the hear t  beat of avian 
embryos. It was hoped t h a t  the sens i t iv i ty  would allow the ac t iv i ty  of 
the  embryo t o  be monitored throughout the incubation period. Since the 
technique w o u l d  not involve damage t o  the enibryo, it would substant ia l ly  
inprove the s t a t e  of the a r t .  



INSTRIJMEXTATION 

Momentum Transducer 

A photograph of the instrument used i n  the investigation i s  shown 
i n  figure 1, and a diagram of the sensing mechanism i s  presented i n  
figure 2.  
primary mass i s  an avian egg cradled i n  a p l a s t i c  basket attached t o  
t h e  top of a support stem. The s t e m  i s  attached t o  a p a i r  of piezo- 
e l e c t r i c  beams which serve both as springs and acceleration sensors. 
This suspension provides essent ia l ly  a single degree of freedom with 
sens i t i v i ty  i n  only one direct ion.  

The instrument operates as a spring mass system i n  which the 

Figure 2. - Avian ball istocardiograph arrangement. 

The instrument w a s  or iginal ly  designed t o  provide the s e n s i t i v i t y  
needed t o  measure micrometeoroid impacts i n  outer space. The instrument 
can support a mass of 60 grams and s t i l l  achieve a s e n s i t i v i t y  of 
dyne seconds (corresponding t o  10 microvolts output) with a dynamic 
range of approximately 8 orders of magnitude (the momentum threshold 
corresponds t o  one thousandth of the impact achieved by a grain of t a b l e  
sal t ,  weighing 150X10'6 gram, when dropped from a height of one 
centimeter) 

The instrument w a s  i n i t i a l l y  designed t o  masure randomly spaced 
impulses t h a t  recur a t  the in te rva l s ,  which a re  large compared t o  the  
decay t i m e  constant of the spring mass system (approximately 1/20 second 
f o r  the  instrument t e s t e d ) .  
beat measurements involves i t s  use with periodic disturbances that recur 
a t  intervals  of a f e w  time constants, t he  peak output amplitude of t he  
transducer i s  sensi t ive both t o  the magnitude of t he  hear t  beat  and t o  
i t s  period. 
short  compared t o  the period of the spring mass system, the output of the 
transducer used f o r  these tes t s  w i l l  be sensi t ive t o  the  shape of hear t  
beat.  For these reasons, the t e s t s  described y ie ld  accurate data r e l a -  
t i v e  t o  existence of l i f e  a c t i v i t y  and heart-beat r a t e  but y ie ld  only 
qual i ta t ive informt ion  regarding the  shape and magnitude of t h e  heart  
beat.  

Since i t s  application t o  chick embryo heart- 

Further, since the momentum impulse cannot be assumed t o  be 
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Electronic Equipment 

A block diagram of the  instrumentation used i n  the  experiments i s  
shown i n  f igure 3. 
equivalent input noise l e v e l  of 0.02 microvolt per cycle. 

The system u t i l i z e d  electronic  equipment w i t h  an 

A dynamic force input (the impulse due t o  hear t  bea t ,  fo r  example) 
induces an exponentially decaying resonance of the spring mass system. 
The output i s  amplified, passed through a narrow band f i l t e r ,  and 
detected.  A comparison of the  detected and undetected forms of output 
w i l l  be discussed and i l l u s t r a t e d  subsequently i n  the  r e su l t s .  

Embryo 

0 I Undetected 
-Signal-IO Meg. 

- Probe to Scope 

- 
I 

Momen tum Differential Wide Band Narrow 
Transducer Amplifier Amplifier Band-Pass Filter 

Tuned to 
Transducer 
Frequency 

Detected Signal t Detector Low pass Filter to Scope 

Cut off  Set 
at IO cps 

Figure 3 .- Arrangement of e lec t ronic  equipment 

Calibration 

Although the  measurements were qua l i ta t ive ,  the  instrument w a s  
per iodical ly  ca l ibra ted  as follows. A known dc voltage w a s  applied t o  
the  lower beam of t he  transducer,  inducing a beam displacement propor- 
t i o n a l  t o  the  applied poten t ia l .  A s  t he  voltage w a s  discharged, the  
suspended mass and the  beams vibrated f r ee ly .  
from the  upper beam provided a measure of the  r e l a t ive  sens i t i v i ty  of 
t he  instrument. 

The piezoelectr ic  output 

F i l t e r  tuning w a s  a l s o  accomplished by use of the  lower beam. The 
output from an osc i l l a to r  on t h e  lower beam osc i l l a t ed  the  suspended mass 
and the  beams a t  t h e i r  resonant frequency; the  f i l t e r s  were then adjusted 
fo r  maximum output. 
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PROCEDURE 

The instrument was e s sen t i a l ly  employed as a miniature ba l l i s to -  
cardiograph. An egg was placed i n  a p l a s t i c  cup attached t o  the  stem of 
the instrument ( f i g .  1). Since the  i n s t r m n t  i s  sens i t ive  t o  accelera- 
t i o n  due t o  in t e rna l  mass movement, t he  accelerat ions resu l t ing  from 
act ion of the embryo hear t  were monitored by the  instrument. The moving 
mss of t he  instrument w a s  approximately 1/2 gram, whereas an average 
chicken egg i s  approximately 50 grams. Thus, differences i n  the  masses 
of the eggs being t e s t ed  appreciably a l t e r ed  the  natural frequency of 
the  instrument. It was necessary, therefore ,  e i the r  t o  retune the  elec- 
t r i c a l  f i l t e r s  i n  the  system or  t o  compensate by adding weights fo r  eggs 
of lesser  mass. 

I n  order t o  use the  instrument t o  the  degree of s ens i t i v i ty  required 
fo r  heart-beat measurements, spurious nechanical motions transmitted t o  
the  transducer by vibrat ion of i t s  supports or  by acoust ical  coupling 
must be kept t o  a minimum. 
a l/b-inch-thick f l ex ib l e  foam urethane pad which res ted  on a heavy s t e e l  
mass supported by 4 inches of urethane (as shown i n  f i g .  4 ) .  
assembly w a s  enclosed i n  a urethane foam box on t h e  shelf of an incubator. 
The incubator was a l s o  supported on foam pads. To fur ther  reduce vibra- 
t i o n  and noise, the  incubator w a s  located within a double-walled sound- 
proof room. The inner room w a s  i so la ted  from the outer protect ive 
enclosure by an a i r  gap and supported by shock mounts from the  f loo r .  
Most of t he  electronic  equipment was located outside the  room. 
t h i s  i so la t ion ,  i f  one gently tapped on the  outside w a l l  of the  chamber, 
t h e  instrument responded t o  the  disturbance. 

To i so l a t e  the  transducer it w a s  placed on 

This 

Despite 

RESULTS AND DISCUSSION 

Because t h e  ex is t ing  instrument was  designed f o r  a mass of 7 grams, 
Bobwhite qua i l  eggs were used i n  the  f irst  experiments. 
were necessarily crude i n  t h a t  i dea l  environmental conditions were not 
maintained and embryos of d i f fe ren t  incubation periods were not avai l -  
able .  Further, t he  embryos were removed from an incubator, placed i n  a 
preheated box, and conveyed several  hundred feet t o  the  t e s t  room. 
Since the temperature of t he  tes t  room w a s  uncontrolled and approximately 
2 5 O  F lower than optimum incubation temperature, the  eggs gradually 
cooled with a resu l t ing  reduction of t h e i r  v i t a l  a c t i v i t y .  Despite t h i s  
obviously crude procedure, the  f i rs t  r e s u l t s  were quite encouraging. 
Results of these tests a re  shown i n  f igure  5. Figure 5(a) i s  the  d i r ec t  
output of the piezoelectr ic  beam obtained from a l7-day embryo while 
figure 5(b) was obtained from a l5-day embryo. It can be noted that the  
15-day embryo has a heart-beat rate approximately 75 percent f a s t e r  than 
that of the 17-day embryo. The in t ens i ty  of t he  recorded hear t  beat fo r  
t he  l5-day embryo i s  approximately 2-1/2 times that of the  17-day embryo. 

These tes t s  
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Figure 4. - Incubat or arrangement. 
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(a) l7-day Bobwhite qua i l  embryo; 
horizontal  scale  = 0.2 sec/cm, 
v e r t i c a l  scale  = 200 mv/cm. 

(b)  15-day Bobwhite qua i l  embryo; 
horizontal  scale  = 0.2 sec/cm, 
v e r t i c a l  scale  = 500 mv/cm. 

Figure 3. -  Temperature e f f ec t s  on 17-day and l5-day embryos. 

The difference i n  heart-beat r a t e  and in t ens i ty  was a t t r ibu ted  t o  d i f -  
ferences i n  temperature of the  two specimns.  The temperature of t he  
anibient air was 95' F f o r  the  l5-day embryo and between room temperature 
(73' F) and 95' F f o r  t he  17-day embryo. 
were observed as the egg environment was heated with a conventional 
h a i r  dryer. 
tioned. Because the  temperature e f f e c t s  were so pronounced, a standard 
incubator w a s  employed thereaf te r  ( the  t e s t  setup i s  discussed under 
Procedure). 

The e f f ec t s  of temperature 

The e f f ec t s  were even greater  than those previously men- 

The t e s t s  were terminated when the  Bobwhite qua i l  embryos became 
unavailable, but were resumed when an instrument capable of supporting 
a 60-grm mass became avai lable .  
chicken embryos which were readi ly  avai lable  a t  any desired incubation 
age. Further refinements t o  the  instrumentation were a l s o  made. A 
detector was added t o  the  system (see Instrumentation) t o  demodulate 
the  output and provide a more conventional ballistocardiogram. A com- 
parison of t he  d i r ec t  and detected output wave forms i s  shown f igure  6 
for a 16-day chicken embryo. 

Thereafter,  it w a s  possible t o  use 

The above results indicate  t h a t  t he  f i rs t  objective of the  experi- 
ments was at ta ined;  namely, that the  instrument i s  adaptable t o  such 
s tudies .  The second objective was t o  e s t ab l i sh  how ear ly  i n  the  incuba- 
t i o n  period l i f e  could be detected.  It w a s  found that i n  embryos of 
d i f fe ren t  incubation age$, l i f e  could be detected i n  approximately 4 days 
and a strong hear t  beat could be detected i n  8 days. 
a typ ica l  8-day heart  beat .  
qui te  so regular as i n  the  more mature embryos. 
of t h e  instr-nt t o  the  a c t i v i t y  of t h e  8-day embryo was well  above the  
instrument noise l eve l .  This w a s  ascer ta ined by observing the  output of 
t h e  piezoelectr ic  beam ( f i g .  7 (b) )  a f t e r  subs t i tu t ion  of an equivalent 

Figure 7(a)  shows 
It may be noted that the magnitude i s  not 

However, t he  response 

auttqy mass. 
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Figure 6.- 16-day chicken embryo; horizontal  scale  = 0.2 sec/cm, 
v e r t i c a l  sca le  = 50 mv/cm. 

(a) 8-day chicken embryo; 
horizontal  sca le  = 0.2 sec/cm, 
v e r t i c a l  sca le  = 20 w/cm. 

( b )  Noise l e v e l  check w i t h  dead weight; 
horizontal  scale  = 0.2 sec/cm, 
v e r t i c a l  scale  = 20 mvlcm. 

Figure 7.- Heart beat  of young embryo and the associated instrument noise leve l .  

Figure 8.- 18-day chicken embryo; horizontal  scale  = 0.2 sec/cm, 
v e r t i c a l  scale = 500 mv/cm. 
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The dynamic range of t he  instrument w a s  adequate f o r  use with both 
the  8-day embryo and the  more mature embryos. For example, it can be 
noted f rom f igure  7 (a )  ( the  8-day embryo) and f igure  8 (an 18-day embryo) 
that the 8-day embryo required the order of 80 times the sens i t i v i ty .  

Observations were made per iodical ly  over a period of several  hours 
f o r  a given egg or ientat ion,  and the  heart-beat r a t e  remained e s sen t i -  
a l l y  unchanged. It became obvious qui te  ear ly  i n  the  invest igat ion that  
the  embryos were or iented i n  the egg s h e l l  and t h a t  t he  cha rac t e r i s t i c  
wave form changed when the  egg was rotated with respect t o  i t s  longi tu-  
dinal  axis. 
with or ientat ion,  pat terns  were recorded with or ien ta t ion  changed (through 
360° i n  increments of 45') and are shown i n  f igu re  9. 
records were obtained over a period of  minutes and the  angle w a s  not pre- 
c i se ly  set, the r e su l t s  tend t o  indicate  the  e f f ec t s  of embryo or ien ta-  
t i on .  
would per iodical ly  reor ien t  themselves within t h e  egg she l l ,  thereby a l ter-  
ing the heart-beat wave form. 
i t y  appeared t o  depend on the age of the embryo and on the pa r t i cu la r  
or ientat ion of the  egg, as though the  embryo were more comfortable i n  some 
positions than i n  others .  A fur ther  point of i n t e r e s t  i s  t h a t  when an 
embryo is disturbed ( e - g . ,  by ro ta t ion)  it responds t o  the  stimulus by 
spontaneous muscular movement and changes i n  heart-beat in tens i ty .  It 
should be kept i n  mind t h a t  the  records r e f l e c t  a l l  forms of movement 
within the  embryo. A sporadic muscular movement i s  qui te  pronounced i n  
f igure  9(c).  

In  order t o  observe the  var ia t ion  i n  heart-beat pat terns  

Although these 

It w a s  a l so  observed that f o r  a given or ientat ion,  t he  embryos 

The amount of self-induced or ien ta t ion  ac t iv -  

CONCLUDING 

Although the t e s t s  were qui te  l imited and qua l i ta t ive  i n  nature,  
suf f ic ien t  information has been obtained t o  ascer ta in  the usefulness of 
the  instrumentation f o r  detecting motions of small l i v ing  organisms. It 
has been demonstrated t h a t  without a l t e r ing  the  embryo i n  any manner, 
t he  instrument can detect  l i f e  within an embryo having a r i g i d  enclosure. 
Activity of the  embryo w a s  detected 4 days a f t e r  the  beginning of incuba- 
t ion.  The e f f ec t s  of temperature on the  embryo were qui te  pronounced and 
could be readi ly  observed. The e f f ec t s  of o r ien ta t ion  were a l so  readi ly  
observed. Because the technique does not harm the embryo, l i f e  could be 
observed from 4 days after incubation t o  the  fill development of t3e  
embryo. 

While usefu l  experiments can be performed w i t h  t he  single-component 
instrument developed f o r  other  p r p s e s ,  a three-component instrument 
with improved t rans ien t  response would have obvious advantages. 

The author wishes t o  acknowledge gra te fu l ly  the  assis tance given 
by Robert S. Jenkins i n  making the  tests, and t o  Gordon Deboo f o r  t he  
electronic  design of t he  Ames instrumentation. 
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(a) Maximum s ignal ,  
major axis horizontal  

(d)  Rotated 135' 

(b)  Rotated 45' ( e )  Rotated 180° 

( c )  Rotated 90° ( f )  Rotated 2 2 5 O  

Figure 9.- l3-day chicken embryo; horizontal  sca le  = 0.1 sec/cm, 
v e r t i c a l  scale = 500 w/cm. 
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(g) Rotated 270' 

(h)  Rotated 315' 

(i) Rotated 360' 

( j )  Placed on end 

Figure 9.- Concluded. 
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